
Crank clockwise in back of unit
to move the seat backwards

Emergency operation

Pull yellow tab in front of unit
to release the swiveling

Crank counter clockwise in back of unit 
to adjust lengthwise

For more information read 
“Emergency-mode operation”

in user manual.
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